5-Methoxy-N,N-diisopropyltryptamine (5-MeO-DIPT), a psychoactive tryptamine derivative, is a hallucinogenic drug of abuse. In this study, 5-OH-DIPT and its metabolites were identified and the quantitative method was developed and validated by using hydrophilic interaction chromatography-tandem mass spectrometry (HILIC-MS/MS). Chromatographic separation was achieved on an Atlantis HILIC silica column (5 µm, 100 × 2.1 mm). The metabolites of 5-MeO-DIPT in rat urine were characterized via Q1 scanning and product ion scanning. As a consequence, 5-MeO-IPT, 5-OH-DIPT, 6-OH-5-MeO-DIPT and their glucuronide conjugates were detected and identified as the metabolites of 5-MeO-DIPT. Subsequently, a quantitative method for 5-MeO-DIPT and its major metabolites, 5-MeO-IPT and 5-OH-DIPT, was developed in multiple reactions monitoring (MRM) mode. The calibration curves for all analytes evidenced good linearity over the concentration range of 1-1000 ng/mL with linear correlation co-efficients (r 2 ) in excess of 0.99. The intra-and inter-day accuracy and precision were 92.2-110.2% and 1.5-9.9%, respectively.
Introduction
Many tryptamine analogues are known to have hallucinogenic properties that exist in plants, fungi, and animals, and can also be synthetically produced.
1 5-Methoxy-N,N-diisopropyltryptamine (5-MeO-DIPT), also referred as "Foxy", is also a tryptamine derivative; Shulgin and Carter were the first to synthesize it and characterize its CNS activity.
2 5-MeO-DIPT induces pharmacological effects similar to those of other Schedule I hallucinogens such as dimethyltryptamine (DMT) and alpha-ethyltryptamine (AET).
3,4
There have been several previous reports concerning the metabolism and excretion of 5-MeO-DIPT metabolites in biological samples. According to the relevant literature, 5-8 5-MeO-DIPT is primarily metabolized to 5-hydroxy-N,N-diisopropyltryptamine (5-OH-DIPT) and 5-methoxy-N-diisopropyltryptamine (5-MeO-IPT) in humans and rats. The chemical structures of the metabolites were characterized in human urine via gas chromatography mass spectrometry (GC/MS) 9,10 and liquid chromatography mass spectrometry (LC/MS).
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Based on these previous studies, we recently developed a simultaneous quantitative method for 5-MeO-DIPT, 5-OH-DIPT, and 5-MeO-IPT using reverse phase (RP)-LC/MS/ MS. This method employed a conventional C 18 column for chromatographic separation, and the retention behavior and peak shape of all analytes was judged sufficient for accurate and reproducible analysis. However, the analytes including 5-MeO-DIPT are relatively hydrophilic, and were eluted at a relatively early stage. Therefore, we considered that the system using a hydrophilic interaction chromatography (HILIC) is more appropriate for the overall analysis of metabolites, including more polar phase II conjugates than the RP-system. For this reason, we used a hydrophilic interaction (HILIC)-LC/MS/MS system in order to analyze the 5-MeO-DIPT metabolites.
In this study, we profiled the phase I and phase II metabolites of 5-MeO-DIPT found in urine from 5-MeO-DIPTtreated rats using an HILIC-LC/MS/MS system. Additionally, we developed a quantitative method for the detection of 5-MeO-DIPT and its major metabolites, 5-OH-DIPT and 5-MeO-IPT, using an HILIC-LC/MS/MS system. . Ammonium formate and spectroanalytical-grade acetonitrile were purchased from Fisher J.T. Baker (Phillipsburg, NJ, USA). All other chemicals were of analytical grade, unless otherwise specified. Deionized water was prepared using a Milli-Q-purification system (Millipore; Milford, MA, USA), which was then filtered through a 0.45 µM filter for liquid chromatography. High-purity nitrogen (99.999%) was purchased from Shin Yang Gas Co. (Seoul, Korea).
Animal Experiment and Sample Collection. Male Sprague-Dawley rats weighing approximately 250-280 g were purchased from the Animal Center of Orient Bio (Kyung-Ki Do, Korea). Rats were maintained at a temperature of 23 ± 3 o C and a relative humidity of 50 ± 10% with a 12 h light/dark cycle. At least 1 week before being used in the experiments, the rats were permitted to acclimate to the housing conditions. Each rat was individually housed in a rat metabolic cage for 1 day prior to the commencement of the study. 5-MeO-DIPT was dissolved in corn oil and was orally administered to the rats at a dose of 20 mg/kg. Urine samples were collected 6 h after the administration of the drug. The collected samples were stored at −20 o C in a freezer until LC/MS/MS analysis.
Preparation of Calibration and Quality Control Standards. Primary stock solutions of 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT were prepared at 1 mg/mL in 70% methanol (v/v). Standard mixture solutions were prepared via serial dilution with 70% methanol (v/v) to acquire working standard solutions at the appropriate concentration levels. Calibration and QC standards were prepared by spiking 10 µL of the working solution to 990 µL of blank rat urine. The concentrations of calibration standards were 1, 2, 5, 10, 20, 50, 100, 200, 500 and 1000 ng/mL, and the QC standards were prepared at concentrations of 2, 10, 100, and 1000 ng/mL. The standard samples were stored at −20 HILIC-MS/MS. The LC-MS/MS instrument consisted of a Nanospace SI-2 HPLC system (Shiseido, Tokyo, Japan) and an API4000 triple quadrupole mass spectrometer (Applied Biosystems-SCIEX, Concord, Canada). Chromatographic separation was conducted on an Atlantis HILIC silica column (5 µm, 100 × 2.1 mm, Waters Co., Milford, MA, USA) which was maintained at 40 o C. The HPLC mobile phases were as follows: A, 10 mM ammonium formate (pH 4) and B, 100% acetonitrile. Separation was achieved using a gradient flow at a rate of 0.3 mL/min. The initial composition was 90% B, and decreased in a linear fashion to 70% in 4.5 min, then maintained for 1.0 min, followed by column re-equilibrium for 3.5 min. The total run time was 9.0 min.
The elutes from the column were introduced directly into the turbo ion spray source, which was operated in positive ion mode. Ion spray voltage and nebulizing gas, turbo spray gas, and curtain gas were set at 5500 V and 50, 50, and 20 psi, respectively. The heated nebulizer temperature was set at 500 o C. Multiple reactions monitoring (MRM) detection was employed with nitrogen used as the collision gas (7 arbitrary values) with a dwell time of 20 s for each transition. The MRM conditions employed are summarized in Table 1 . To acquire the product ion spectra for 5-MeO-DIPT and its metabolites, product ion scans were conducted for all of the postulated metabolite peaks. Data acquisition was conducted using Analyst 1.4.2 software.
Method Validation. The validation method employed included selectivity, linearity, intra-and inter-day accuracy and precision, recovery, and stability. All procedures were conducted in accordance with the "Guidance for industry, Bioanalytical method validation" criteria established by the US Food and Drug Administration (FDA) (2001).
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Selectivity. The selectivity of the method was evaluated in blank rat urine. The blank rat urine was checked for the presence of endogenous peaks, which might interfere with the peaks of the analytes. The chromatogram was compared with those of the urine samples spiked with 50 ng/mL of standards and collected for 0-24 h after oral administration of 5-MeO-DIPT.
Calibration Curve and Linearity. The calibration curves of 5-MeO-DIPT, 5-OH-DIPT and 5-MeO-IPT in rat urine were generated by plotting the peak area ratio for the analyte to each corresponding IS versus the analyte concentration. The concentration range for all analytes was 1-1000 ng/mL, and the calibration equations were determined via leastsquare linear regression. To assess the linearity, the linear ) for the curves and the percent deviation from the nominal concentration were determined.
Precision and Accuracy. The QC samples at 2, 10, 100 and 1000 ng/mL were assayed in sets of five replicates to evaluate the intra-day precision and accuracy. The procedure was repeated over 5 consecutive days for the inter-day assay. Accuracy was calculated in accordance with the following equation: accuracy (%) = (measured concentration/ nominal concentration) × 100. The precision was expressed as the percentage co-efficient of variation (%CV).
Recovery. The recovery was evaluated via analysis of the QC samples (at 10 and 200 ng/mL) and comparison of the MS response with the standard mixture solutions at the same concentration. For each run, the samples were analyzed in triplicate.
Stability. The stability of 5-MeO-DIPT, 5-MeO-IPT and 5-OH-DIPT were evaluated using two QC samples (10 and 200 ng/mL) in three sets of replicates. For short-term stability, the QC sample was maintained at room temperature for 6 h, and then analyzed. For long-term stability, the QC sample was stored for 14 days at −70 o C and subsequently thawed and analyzed. For the freeze/thaw stability test, the QC sample was frozen for 24 h at −70 o C and thawed at room temperature. When completely thawed, this cycle was repeated twice more, after which the sample was analyzed. The post-preparative stability was evaluated by determining the stability of the sample in an autosampler for 24 h.
Results and Discussion
Qualitative Analysis of 5-MeO-DIPT and its Metabolites in Urine. To characterize the metabolites of 5-MeO-DIPT, the urine samples collected from the rats to which 5-MeO-DIPT had been orally administered were analyzed via HILIC-MS/MS. The chromatographic and mass spectrometric information for 5-OH-DIPT and its proposed metabolites is summarized in Table 2 .
A total of 7 metabolites (M1-M7) were detected in the form of protonated molecular ions via the Q1 scan analysis. These included 5-MeO-IPT (M1), 5-OH-DIPT (M2), and 6-OH-5-MeO-DIPT (M3) as phase I metabolites and the glucuronide conjugates of 5-OH-DIPT, 6-OH-5-MeO-DIPT, and 5-MeO-DIPT (M4-M7). Most of the metabolites are more hydrophilic than the parent drug. Therefore, the metabolites were retained longer on the stationary phase than the parent drug; the phase I metabolites (M1-M3) were generally eluted later than the parent compound, and the phase II metabolites (M4-M7) which are more polar than their aglycones followed the phase I metabolites. This elution order in the present HILIC system is opposite to that shown in the RP system.
The sample was subjected to product ion scan analysis in order to elucidate the chemical structures of the metabolites (Figure 1 + ion of M5 was noted at m/z 451, which corresponds to 5-MeO-DIPT glucuronide. Two peaks (M6 and M7) were observed at m/z 467, which corresponds to 6-OH-5-MeO-DIPT glucuronide. These glucuronide peaks all evidenced fragment patterns similar to their aglycones. Our findings with regard to these metabolites were generally consistent with previous reports.
8 Among them, 5-MeO-DIPT glucuronide (M5) and another 6-OH-5-MeO-DIPT glucuronide (M6 or M7) were also reported in this study. However, no sulfate conjugates were detected in our system. This may be attributable to the intrinsic lower sensitivity of sulfate conjugates as compared with glucuronides in ESIpositive mode. + ions and those major product ions were selected as precursor and product ion pairs for MRM detection. The deuterium labeled compound for each analyte was employed as an internal standard (IS). The ISs showed MS/MS fragmentations analogous to their corresponding analytes. The representative MRM chromatograms for the blank and standard-spiked urine, and the urine collected from the 5-MeO-DIPT-dosed rats are shown in Figure 2 . As compared with our previous study using an RP-LC system, the present method improved the peak shape by reducing the peak tailings observed in the RP-LC-MS/MS chromatogram, and provided a more stable condition for the analysis of polar phase II metabolites. Additionally, in the HILIC system, the efficacy of the ionization at the ESI source and the sensitivity are increased because of its higher organic solvent ratio.
13 Actually, the HILIC system showed approximately 3 times higher signal to noise (S/N) ratio at 1 ng/mL, the LLOQ of the current method compared with the RP system with a C 18 column.
Validation of LC-MS/MS Analytical Method
Chromatogram and Selectivity. The specificity of the method developed herein was evaluated via comparisons of the MRM chromatograms of the urine samples spiked with the standards and collected from the drug-treated rats with blank urine samples. As shown in Figure 2(a) , no interference was detected around any of the analyte peaks in the chromatograms of the blank urine.
Calibration Curve and Linearity. The calibration curves of 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT were generated by plotting the peak-area ratio of the analyte to IS versus the analyte concentration via least-square regression analysis. The calibration curves for all analytes evidenced good linearity over the concentration range of 1-1000 ng/mL (Table 3) . In our analysis, the lower limit of quantification (LLOQ) was determined as the lowest concentration of the analytes that can be measured with a coefficient of variation and deviation from a nominal value, both less than 20%. The LLOQs for 5-MeO-DIPT, 5-MeO-IPT and 5-OH-DIPT were all 1.0 ng/mL (Table 3) .
Precision and Accuracy. Intra-and inter-day precision and accuracy were determined via the repeat analysis of QC samples at 2, 10, 100, and 1000 ng/mL. For 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT, the intra-day accuracies ranged between 97.5-110.0%, 98.8-110.2%, and 92.2%-110.2%, and the coefficients of variation were 2.0-6.8%, 2.0-8.2%, and 2.5-4.8%, respectively. The inter-day accuracies fell within ranges of 93.9-97.5%, 99.3-106.3, and 98.2-101.6%, and the coefficients of variation were 2.1-6.0%, 2.1-9.6% and 1.5-9.9%, respectively (Table 4) . These results satisfied the bioanalytical method validation criteria established by the FDA, 12 and indicated that the developed method was highly reproducible and precise for the quantitation of 5-MeO-DIPT, 5-MeO-IPT and 5-OH-DIPT in urine. Recovery. The extraction recovery of 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT from rat urine was more than 88% at the two QC levels (10 and 200 ng/mL) ( Table 5) . Therefore, this method was regarded as effective for the analysis of analytes in urine. Furthermore, such high recovery values reflect the absence of any significant matrix effect for all analytes.
Stability. The stability of 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT were evaluated under a variety of process and preservation conditions. The results of all stability tests are shown in Table 6 . 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT evidenced good stability (< 90%) throughout all stages of the analysis. Therefore, the method developed herein was considered applicable for routine analysis.
Application to the Urine Sample from 5-MeO-DIPT Treated Rats. The urine sample collected from rats after oral administration of 5-MeO-DIPT was analyzed using the developed method. 5-MeO-DIPT, 5-MeO-IPT, and 5-OH-DIPT were all detected and their concentrations were 6.2, 7.1, and 18.8 µg/mL, respectively. These results were com- Table 4 . Intra-and inter-day accuracies and precisions of 5-MeO-DIPT, 5-MeO-IPT and 5-OH-DIPT
